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Electrograph typo 43-1 
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h*-. Tho- Electrograph typo 43-1 is an equipmant that enables 
carrying oat eleetrogr^phic photographs of tho different ports of 
tho bodies of human beings, animals, pcr-t3 of plants end so on, 
Tho shots con bo carried into operation both at the high tension 
single disc.- her re s as well r's using whole series of such 
dischargee, vhiit the di set largo frequency con be cdjustad 
in n ccntimu’un way cri tho panel of the respective apparatus* ‘ 


Tachn icr.l ->yr ticul -x c : 
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• Amplitude of the tension generated . .... cbt 40 kV 
Ei sober gsc frecuenoy: singi-j discharges, or odjustsble 

. in the -margin, frea 1 up. to 50 cps, 

■ ^ * if, »c-re or lcsa. :s .. t 

Feeding: iron: supply os-Ins oC 11C, 125, 150, 220 end 240 V , 

?-s- - : of 60'ffsvwell as “50 cps 

App aratuc^rarnipulrtioru '* ; i: 

* T~: . -r. ■ • '■ r • • - : v.;t. * 

ru 1 1 in ff in t o op or « 1 1 sn_ o f_ tho_ p era t a : 

. Before connecting the &npor*tus to the* power is in a 
wa have to 'verify if the power no in selector, mounted, at the 
back of tne apparatus has been adjusted on the • correct power sain 
tension, v.‘o have to convince ourselves os -veil,' that 'the 'fuse 
contained in tho fu>*e box, pieced next to the power mein’ 
selector is of the capacity prescribed,-.- -"'i. .:hoto m* 

, One the checks nr e ccrried' out, vs ground the "apparatus 
with Uiu h-lp of the banana jack counted on the apparatus panel 
rnd z'.crs sa, . , , , . , The oOunding ic carried cut by the 
intro unction of the v«iro tors.incted with e banana, whose other 
end hns been earthed. Cnee the grounding is reedy, the 
interconnection with the p over racin' can bo effectuated. The power 
•j*r-in i" vi-.ii. j.o to be -u.ntr c^ucod -lc tho newer me in tank located 
at -.he rear cf uve cp Per a Luc next to the circuit tension selecsorc 
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v.'hilot csrryin/ «’’• the obovo preparation^ obs tho circuit 
.br situated j., t the ri^ht lv*nd unoor ccr r of tho 
rppcrctui panel h^o to ba in uto position V - switched off, 
signaled by a pilot lamp* . • • 

Before connecting the rpparotuo already on tho high 

tension lasd out e teulo serving for -carrying out the 
eloctr ogrnphic photos, eventually soi^e • olectr ode to be usod, 
have to be connected. It is uni.d/ isebie to let ths apparatus 
connected whenever the leed-out has 'not been charged by a 
cuit&ble electrode, , 

• Once' connected the electrode we want to use for,. 

» • 

photo.graphying purposes, vc cormict the power nnm . _ 
ev/itch located in the right haul upper corner of *h<? 
apparatus panel, At the seme time tho pilot la^p aounted 
above the. said switch has to lighten up, oinco that 
moment the apparatus is completely ready for operation 
end electr ogrsphic photos con be carried out. ^ _ v , . 

' • Electrogr ep hie photography practice. 

Cnee connected, f.inst., tho table cn which the photos 
;C re to be. carried cut, the entire equipment has to be 
located in darkness, the sensitive nhote 'gi^phic material 
/paper, film or photographic plate/ is to be located, and 
on the above materiel we place the object, whose photo we 
• with to obtain. If, f.inst., we went to istke o shot of the 
hands fingers, it suffice* to put the- bend on. the shove 
mentioned -material, connect the* apparatus and mc-^o the 
exposure, cither by the individual discharge, or by o whole 
series cf the came. 
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wo $iove the button for the •‘‘inchrrgo frequence. insert.?! and 
wo press tho puc-h button mounted next to the circuit switch. 


V.hcn v.ishing to expos? fcy one high .tone. on dischsi^o only, 
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In that cooo each pressing or tho push button produces o 
unique discharge that will bo used for 'the exposure purposes* 

If, however, v;o wish to make c::*’Ocoreo by discharges lasting 
some time and following oach other in o rapid way, wo extract 
the button with the help of which the discharge frecuency . 
is adjusted. Thus the generator is cot working, one. which 
automatically set 3 working the high tension charges, as wall 
es the frequencies, which cm be rogulstsd within the limits 
of cone 1-5C cps by the button designated FHL&VLIIC.E /frequency/* 

As mentioned previously, if we want to photograph, for inot., 
the figu'res J of a hand it is sufficient to ley the hand in 
question on the top of the sensitive material, on account of 
the fact, that any can stending on the floor is grounded-oven 
if such earthing is of q snail capacity one, and thus 
connected with one high tension pole. If, however, v;e want to 
shot some parts of plants, it docs not suffice to lay than cn 
the photographic material. In such a Cass it is better to 
disconnect the feed supply to the tafcle*3 electrode end touch 
with the said power supply directly the material we wish to 
shot. The high tension power main is closed bq oinst the earth 
across the proper tables capacity, the photography in g being 
made possible this way. ; ‘ '• 


